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LC Pesticides Pass
Analyte Status
Acephate ND Pass Imfazalll . ND Pass
Acequinocyl ND Pass Imldaclpprld ND Pass
Acetamiprid ND Pass KFESOXI.m Methyl ND Pass
Aldicarb ND Pass Malathion ND Pass
Azoxystrobin ND Pass  Metalaxyl ND Pass
Bifenazate ND Pass Methiocarb ND Pass
Bifenthrin ND Pass Methomyl ND Pass
Boscalid ND Pass  Mevinphos ND Pass
Carbaryl ND Pass  Myclobutanil ND Pass
Carbofuran ND Pass Naled ND Pass
Chlorantraniliprole ND Pass  Oxamyl ND Pass
Chlorpyrifos ND Pass Paclobutr.azol ‘ ND Pass
Clofentezine ND Pass Permethrin (trans + cis) ND Pass
Coumaphos ND Pass Phosmet ) ND Pass
Daminozide ND Pass Plperony.l Butoxide ND Pass
Diazinon ND Pass Prallgthrln ND Pass
Dichlorvos ND Eass Eroplconazole ND Pass
Dimethoate ass ropoxur P
Dimethomorph (I + 1) ND " pass  Pyrethrins (Cinerin + ND ass

ND Pass Jasmolin + Pyrethrin) ND Pass
Ethoprophos ND Pyridaben Pass
Etofenprox Pass . ND
Etoxazole ND Pass Spinetoram (J + L) ND Pass
Fenh id ND Pass Spinosyn (A + D) ND Pass
FZ:oixig;lb ND Pass Spiromesifen ND Pass

vea ND Pass Spirotetramat Pass

Fenpyroximate ND Soi . ND b
Fipronil Pass piroxamine ND ass
Flonicamid ND Pass Tebuconazole ND Pass
Fludioxonil ND Pass Thiacloprid ND Pass
Hexythiazox ND Pass Thiamethoxam ND Pass

ND Pass Tri oxystrobin ND

ND

LCMS Date Tested:
Pesticides: LC-MS/MS. LCMS Method SOP-005
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ND = Not Detected, NR = Not Reported, LOD = Limit of Detection, LOQ = Limit of Quantitation. This product has been tested by Excelbis Labs LLC usingvalid testing methodologies and a
quality system as required by state law. All LQC samples were performed and met the prescribed acceptance criteria in 16 CCR section 5730, pursuant to 16 CCR section 5726(e)%13). Values
reported relate only to the product tested. Excelbis Labs LLC makes no claims as to the ef cacy, safety or other risks associated with any detected or non-detected levels of any compounds
reported herein. This Certi cate shall not be reproduced except in full, without the written approval of Excelbis Labs LLC. This Certi cate of Analysis is limited to the sample tested in a batch.
This Certi cate does not make any representation or warranty for all Products within the tested Batch.
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Residual Solvents Pass
Analyte Conc. Status

ug/g

Acetonfs ) ND Pass
Acetonitrile ND Pass
Benzene
Butane ND Pass
Chloroform1,2- ND Pass
Dichloroethane ND Pass
Ethanol ND Pass
Ethyl Acetate ND Pass
Ethyl ND Pass
Ether ND Pass
Ethylene Oxide
Heptane ND Pass
Hexane ND Pass
Isopropy! ND Pass
Alcohol ND Pass
Methanol ND Pass
Methylene ND Pass
Chloride
Pentane ND Pass
Propane ND Pass
Toluene ND Pass
Total Xylenes (o,m,p ND Pass
Trichloroethyle ND Pass

Date Tested:

Residual Solvents: HS-GC-MS RS Method SOP-009

ND = Not Detected, NR = Not Reported, LOD = Limit of Detection, LOQ = Limit of Quantitation. This product has been tested by Excelbis Labs LLC using valid testing methodologies and a
quality system as required by state law. All LQC samples were performed and met the prescribed acceptance criteria in 16 CCR section 5730, pursuant to 16 CCR section 5726(e)(13). Values
reported relate only to the product tested. Excelbis Labs LLC makes no claims as to the ef cacy, safety or other risks associated with any detected or non-detected levels of any compounds
reported herein. This Certi cate shall not be reproduced except in full, without the written approval of Excelbis Labs LLC. This Certi cate of Analysis is limited to the sample tested in a batch.

This Certi cate does not make any representation or warranty for all Products within the tested Batch.



